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very  attractive  for  life  science  applications  and  extensive  literature  is  available on  the  subject  [1].  In 
particular,  thermopile‐based  differential  nanocalorimeters  working  with  very  small  sample  volumes 
requiring  sophisticated  microfluidic  interconnections  were  reported  [2]  [3].  Thermistor‐based 
nanocalorimeters  were  also  reported  [4],  [5]  and  allowed  high‐sensitivity  detection  in  small  sample 
volumes. Relatively  larger volumes (a  few 10 µL) were used for the study of slow metabolic processes 
and  a  precise  temperature  stability  was  a  prerequisite  for  good  signal  resolution.  Such  type  of 
application, based on a rather sophisticated temperature controlled system, was already investigated in 
literature  [6].  The  platform  presented  here,  instead,  is  designed  in  order  to  provide  a  flexible  and 




A  three‐dimensional  schematic of  the developed microcalorimetric platform  is depicted  in Fig.1A, 
showing the assembly of the different parts around the thermopile‐based nanocalorimeter, on the top 
of which  a polycarbonate open‐well  reservoir  is placed.  The nanocalorimeter  is  a  commercial  sensor 










of  which  are  shown  in  Fig.2.  In  particular,  transient  simulations  for  the  platform  temperature  after 
switching on  the  flat heat  source on  top of  the platform  indicate a  stabilization  time  constant of  the 
whole platform of 30 minutes (Fig.2B), while the transient simulation after switching on a heat source 




Electrical  calibration  tests  were  run  in  order  to  quantify  the  power  sensitivity  (PS)  of  the 
microcalorimetric platform. A typical thermopile voltage signal (VTP) over time is shown  in Fig.3A after 
baseline  correction, which  consists  in  putting  to  zero  the  baseline  signal.  The  calibration  is  done  by 
applying  periodic  and  increasing  currents  to  the  resistive  heaters,  either  the  integrated  one  or  the 
external one applied  into  the  reservoir  filled with 50 µL of water. Comparison of  the calibration done 
using  the  two different configurations  is  shown  in Fig.3B, while a close‐up view on  the 0‐10 µW heat 
power range highlights a  limit of detection of 500 nW.  In particular, the electrical calibration using the 
external heater placed  in  the  reservoir allows  simulating more  accurately  the heat power generation 
within the sample. 
The applicability of this platform to the study of a chemical reaction was  tested by measuring the 
heat  of  mixing  (better  known  as  enthalpy  of  mixing  H)  of  1‐propanol  in  deionized  water  in  the 
concentration range from 0% to 69% of 1‐propanol, the results of which are shown in Fig.4. In particular, 
literature data [7] showing the enthalpy of mixing H of 1‐propanol over the mole fraction (x) are plotted 
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